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Analytical transient-time solution for temperature
in non perfused tissue during radiofrequency
ablation
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Abstract
Radiofrequency ablation (RFA) with internally cooled needle-like elec-
trodes is a technique widely used to destroy cancer cells. In a previous study
we obtained the analytical solution of the biological heat equation associated
with the RFA problem in perfused tissue, i.e. when the governing equation
which models the temperature distribution in tissue includes the blood per-
fusion therm. We also found that under these circumstances the temperature
profiles always reach a steady state (limit temperature). However, the analyt-
ical solution of the RFA thermal problem without perfusion (e.g. conducted
on an organ in which atraumatic vascular clamping is performed to tempo-
rally interrupt blood perfusion), cannot be directly obtained by setting the
blood perfusion term to zero in the previously obtained solution. In fact,
it is necessary to address the mathematical resolution in a totally different
way. Our goal was to obtain the analytical expression of the temperature
distribution in an RFA process with internally cooled needle-like electrodes
when the biological tissue is not perfused. We consider two spatial domains:
A finite domain which represents the real situation, and an infinite domain,
which only makes sense from a mathematical point of view and which has
been traditionally employed in analytical studies. Even though considering
infinite time is not realistic, these approaches are surely worth considering
in order to understand what happens ”far from the electrode” or for ”very
long periods of time.” The results indicate that the temperature value is finite
both when the spatial domain is finite (which implies that a steady state is
reached), and when time is finite for any spatial domain. From this it can be
concluded that a steady state is never reached if the spatial domain is infinite.
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Radiofrequency ablation (RFA) is a high-temperature ablative technique which
raises tissue temperature over 50◦C with the aim of irreversibly destroying the tar-
get tissue. Different electrode designs have been clinically used for this purpose,
including needle-like electrodes and, especially, internally cooled electrodes which
have been broadly employed in several medical techniques such as tumor ablation
[1]. Internal cooling makes it possible to keep the temperature at the electrode
surface more or less constant, hence avoiding tissue sticking and increasing lesions
size. The objective of using an RF applicator to treat tumors is to create the largest
possible thermal lesion. The idea behind this is that the thermal lesion (volume
with temperatures > 50◦C) should completely enclose the tumor, and consequently
the larger the thermal lesion, the larger the tumor that can be treated.
In order to investigate the electrical-thermal performance during RFA, theoret-
ical models with an analytical solution have previously been proposed [2]-[6]. In
a previous study we developed a theoretical model of an internally cooled needle-
like electrode for RFA based on a cylindrical geometry and solved the transit-time
thermal problem in an analytical way [7]. In particular, we considered the bioheat
equation, which is the governing equation in the case of perfused tissues, i.e. where
the blood perfusion term is included. We found that under this condition the tem-
perature profiles in the tissue always reached a steady state (limit temperature).
Now we are interested in obtaining an analytical expression for the temperature
distribution in the case of a non perfused tissue. In a clinical setting, this sce-
nario would be that of RFA in an organ in which atraumatic vascular clamping
is performed to temporarily interrupt blood perfusion. This maneuver (known as
the Pringle maneuver) allows larger thermal lesion and hence bigger tumors can be
treated [8]. Since the analytical solution under this condition cannot be directly
obtained by setting the blood perfusion term of the solution previously obtained to
zero, we have had to address the mathematical problem in a totally different way.
An intensive use of Bessel functions was required to do this, thus the non elementary
properties used in the analytical calculations are given in the Appendix.
2 Methods
Figure 1 shows the real shape of an internally cooled needle-like electrode used
for RF ablation, and how the electrode can be modeled by simplifying the scenario
and considering an ideal conductor with infinite length totally inserted in a homo-
geneous tissue. Then in cylindrical coordinates we assume that in every point the
temperature T only depends of the time t and the distance r to the axis of the






= ∇.(k ∇T ) + S − ηb cb ωb(T − Tb) (1)
where η, c and k are the density, specific heat and thermal conductivity of the tissue
respectively, ηb, cb and ωb are the density, specific heat and perfusion coefficient of
the blood, Tb is the blood temperature and S represents the heat sources. The last
term on the right side of Eq. (1) is the blood perfusion term. Since our interest is
to deal with non perfused tissues, this term will be ignored. Assuming all quantities
η, ηb, c, cb and k to be constant and that the heat source is independent on the polar















+ S(r, t). (2)
The heat source (S) in this case is the dissipated electrical power density (W/m3) into
the tissue. Due to the cylindrical geometry of the theoretical model, we employed





















where j0 is the density current at the conductor surface, σ is the electrical conduc-
tivity and r0 is the electrode radius.





















(where T0 is the body temperature (which has the same value as blood temperature),
and α = k
cη



















3.1 Finite spatial domain
In this subsection we present the analytical solution TR(r, t) of (3) in the case in
which the boundary condition is at a finite distance R from the axis of the electrode.
The initial and boundary conditions of an internally cooled electrode are
TR(r, 0) = T0 ∀ r0 < r < R (5)
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TR(r0, t) = TC ∀ t > 0 (6)
TR(R, t) = T0 ∀ t > 0 (7)

















∀ (ρ, ξ) ∈]1, R/r0[×]0,∞[ (8)
VR(1, ξ) =




:= (−B) ∀ ξ > 0 (9)
VR(R/r0, ξ) = 0 ∀ ξ > 0 (10)
VR(ρ, 0) = 0 ∀ ρ ∈]1, R/r0[ (11)
We express the solution of this problem as
VR(ρ, ξ) = WR(ρ, ξ) +WR,S(ρ) (12)












WR,S(1, ξ) = −B ∀ ξ > 0 (14)















= 0 ∀ (ρ, ξ) ∈]1, R/r0[×]0,∞[ (16)
WR(1, ξ) = WR(R/r0, ξ) = 0 ∀ξ > 0, (17)
and the initial condition
WR(ρ, 0) = −WR,S(ρ) ∀ ρ ∈]1, R/r0[. (18)
(Dirichlet boundary condition).
The solution of (13), (14), (15) was obtained in [12]:















To solve (16), (17), (18) we use the classical method of separation of variables.





























and {λm}∞m=1 is the sequence of positive roots of the equation J0(λ)Y0(λR/r0) =
J0(λR/r0)Y0(λ). It is important to note that limξ→∞ VR(ρ, ξ) = WR,S(ρ). Then the
limit temperature coincides with WR,S(ρ).
3.2 Infinite spatial domain
In this case the initial and boundary conditions are
T (r, 0) = T0 ∀ r > r0 (21)
T (r0, t) = TC ∀ t > 0 (22)
lim
r→∞
T (r, t) = T0 ∀ t > 0 (23)

















∀ (ρ, ξ) ∈]1,∞[×]0,∞[ (24)
V (ρ, 0) = 0 ∀ρ > 1 (25)
lim
ρ→∞
V (ρ, ξ) = 0 ∀ ξ > 0 (26)
V (1, ξ) =





The solution of this problem was presented in [7], but there the blood perfusion





0. In this case taking the Laplace transform D(ρ, s, β) := L[V (ρ, ξ)](ρ, s, β) with












D(ρ, s, β) = 0 (29)




and its solution was















































In our case taking β = 0 in (31) the Laplace transform L[V (ρ, ξ)](ρ, s, 0) is















































In the inversion process of (31), it was crucial that β ̸= 0 because in that case
s = 0 is not a branch point of D(ρ, s, β) (Fig. 2-A), while in the case β = 0,
D(ρ, s, 0) has a branch point in s = 0 (Fig. 2-B) and so the previous results [7]
cannot be transformed in a formally direct way. We hence need to perform a direct
inversion of (32), which is presented in Results section.
To find the inverse Laplace transform of (32) it is convenient to rewrite the
expression of D(ρ, ξ) := D(ρ, ξ, 0) in the way















dv −B G4(ρ, s)
(33)
where we have defined




















































(ρ, ξ, v) is integrable in T with




























































(ρ, ξ, v) dv. (34)









(ρ, s, v), j = 1, 2, 3, next to check its integrability with respect to v in the







































Each Gj(ρ, s, v), 1 ≤ j ≤ 4, considered as a function of the complex variable
s has a branch point at s = 0. So the natural way to find L−1[Gj](ρ, ξ, v) is by
using Bromwich’s formula along the contour of Figure 2-B. We shall always use the
principal value of Arg(z) ∈]− π, π[ and define D0 := C\]−∞, 0].
The branch point s = 0 and the factor 1
s
appearing in the expression of Gj(ρ, s, v)
will be the cause of many complications in the inversion process which leads us to
direct and very subtle computations. For instance, if we deal with L−1[G1](ρ, ξ, v),































































































= log ρ. (37)
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That means that the integrals along L1 and L2 in Figure 2-B which appear in a
direct application of Bromwich’s formula will be divergent at s = 0. Indeed the sum
of the contributions of both curvilinear integrals (which will be twice the integral
along L1 of the imaginary part of G1(ρ, s, v)) is not certain to be convergent. The
same problem will appear working with L−1[Gj](ρ, ξ, v), j = 2, 3, 4 and so we need
a total modification of the method used in the case β ̸= 0.
The main idea is to fix a number 1
2
< α < 1 and to consider the functions
Hj(ρ, s, v) = s Gj(ρ, s, v), 1 ≤ j ≤ 4. By the convolution theorem we will have

























(ρ, ξ, v), for each j = 1, 2, 3, 4 and every 1
2
< α < 1. As L−1[Gj](ρ, ξ, v) is
clearly independent of α, there must exists limα→ 1
2
gj(ρ, ξ, v, α) and we will eliminate
the presence of α taking limits when α→ 1
2
. As Γ(1/2) =
√
π we finally obtain





















provided that gj(ρ, w, v, α) is right continuous at α =
1
2
and the integral (38) is
convergent.
3.2.1 Computation of L−1[G1](ρ, ξ, v)
Now H1(s, ρ, v) = K0(v
√
s)E(s, ρ) where












If Im(s) > 0, s ∈ D0, Re(s) ≤ γ0 and |s| is large enough, using the asymptotic
expansions (73) and (71) we find C1 > 0, C2 > 0 independent of s such that∣∣∣∣K0(ρ√s)K0(√s)
∣∣∣∣ ≤ C1√ρ ∣∣∣e−(ρ−1)√s∣∣∣
















|s| cos Arg s
2 + e−(v+ρ)
√




|s| cos Arg s
2 + e−(v+ρ)
√








because v ≥ ρ ≥ 1 and cos Arg s
2
≥ 0. A similar result holds for Im(s) ≤ 0 and |s|
is large enough using (73) and (72). Since 1
2
< α < 1, Bromwich’s contour of figure
2-B can be used to find L[G1](ρ, ξ, v).








E(s, ρ) = 0





), by Bromwich’s formula, (39) and Jordan’s lemma the residues
theorem gives us



































E(s, ρ, v) ds
)
=
















































A2(x, α)A3(x) + A4(x, α)A5(x)
J20 (
√











































































and these two integrals are clearly convergent. It follows that g1(ρ, ξ, v, α) is a right
continuous function of α at α = 1
2
and by (38) and (40)

































































































































which is of the order v−
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3.2.2 Computation of L−1[G2](ρ, ξ, v)





we have ρ ≥ v ≥ 1. Then, by the asymptotic expansions (73), (71), for |s| large






































|s| cos(Arg s2 ) + e−(ρ+v)
√










≥ 0. A similar result holds if Im(s) < 0 using (72). As α + 1
2
> 1






































and that g2(ρ, ξ, v, α) has no singular point inside the contour of Bromwich, from
(41), Jordan’s lemma and Bromwich’s formula and the theorem of residues we obtain







































































With the same argument used in subsection 3.2.1 it is shown that (43) is an improper







. Then g2(ρ, ξ, v, α) is right
continuous at α = 1
2
and by (38) and Fubini’s theorem

































3.2.3 Computation of L−1[G3](ρ, ξ, v)





we have ρ ≥ v ≥ 1, we can proceed in the same way that in subsection 3.2.1 in order
to obtain suitable estimations of











when s ∈ D0, |s| → ∞, Re(s) ≤ γ0 and 12 < α < 1, which allows us to use once
again Bromwich’s contour of figure 2. Note that actually f(s, ρ, v) appear in the
second summand of H1(s, ρ, v) and we can use the results in subsection 3.2.1. We
obtain








































































3.2.4 Computation of L−1[G4](ρ, ξ, v)
In the computation of

















a new complication arises: in order to use Bromwich’s formula, by the asymptotic



















































> 0). As α < 1 the employment of Bromwich’s formula is not
assured. On the other hand we can not to divide by s in order to use the formula











and we will not be able to compute the contribution of the small circumference of




















































































We check that this new inverse Laplace transform can be computed using the
Bromwich’s contour of figure 2-B. If s ∈ D0, Re(s) ≤ γ0 and |s| is large enough,



































































































≥ 0. As α + 1
2
> 1 our claim is proved.



























by Bromwich’s formula, (46), Jordan’s lemma and the theorem of residues we obtain


































































































































. Hence h(ρ, ξ, v, α) is right continuous at α = 1
2








































































































As a consequence of previous results it follows from (33)


















































































































x) + Y 20 (
√
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3.2.6 Behavior when time tends to infinitum
Let us see that for large values of ξ





for some M8(ρ) > 0 independent of ξ. Then limξ→∞ V (ρ, ξ) = ∞ whatever ρ > 1 is
and (52) will give the order of magnitude of V (ρ, ξ).
The rigorous proof is quite long. A simple look at (51) and Fubini’s theorem
shows that V (ρ, ξ) can be expressed as V (ρ, ξ) =
∑4















dv j = 1, 2,
















for certain functions fj(x, v), 1 ≤ j ≤ 3 and f4(w).
We make a detailed analysis of V1(ρ, ξ). For fixed ρ > 1 and ξ > 0, using Fubini’s
theorem and doing the change v
√



















































































where f(x) is defined in the Appendix.



















































































































Now with the change θ
ξ







































































is decreasing with respect to ξ and so






≤ g(1, 1). (56)
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Let M > 0 be large enough so that the asymptotic expansions (67), (68) and (81)
hold. Then, there is M1(ρ) > 0 (independent of ξ and x) such that by (55) and (56)















































































)∣∣∣∣ dx <∞, (58)
the last integral being convergent by (59).
With analogous arguments but using (75) and (74) it can be proved that V2(ρ, ξ)
has a decomposition in the sum of three summands verifying the same type of upper





for some M3(ρ) > 0 independent of ξ.
With respect to V3(ρ, ξ), by the oscillatory character of Bessel functions J0(x)























To finish, with the change u = 2
√






























Putting together these partial results we obtain the expression of Eq. (52).
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3.3 Plotting results
We obtained full expressions of the analytical solutions of temperature at any
time and in any spatial domain. Unfortunately, we were not able to plot them (Eq.
(20) and (51)) with our available computing resources (Mathematica 8.0 software,
Wolfram Research Inc., Champaign, IL, USA) except when a steady-state is reached
(Eq. (19)) due to the plotting task being extremely time-consuming. For this
reason, and only to illustrate graphically some of the conclusions related to thermal
behavior, we employed the COMSOL Multiphysics software (COMSOL, Burlington
MA, USA) to plot Figures 3 and 4. To do this, we have to particularize the following
model parameters: Blood temperature and the initial tissue temperature Tb = T0 =
37◦C, radius of the electrode r0 = 1.5 mm, boundary temperature TC = 5
◦C,
current density j0 = 3.5 mA/mm
2, electrical conductivity σ = 0.33 S/m, thermal
conductivity k = 0.502 W/(m K), density η = 1060 kg/m3 and specific heat c =
3600 J/(kg K).
Figure 3 shows the time progresses of the temperature profiles for four values
of R (0.1, 0.5, 1.0 and 2.0 m) and five values of time t (60 s, 6 min, 1 hour,
10 hours, 100 hours). The choose of so large values for R and t is justified since
we are interested in to visualize the behavior of the temperature when R and t tend
to infinitum. The temperature limit is also plotted (following equation (19)). It
is noticeable that the convergence toward the limit is very slow compared to the
typical durations used in RF ablation (12 minutes). Figure 3 also explains why the
temperature is not so well controlled when blood supply is blocked during surgery,
in contrast what happens when the perfusion term is considered [7].
Figure 4 shows the temperature profiles computed at a specific time (720 s
and 8000 s) for different values of the spatial domain (R). The abscissas axis is
normalized (r/R) in order to compare simultaneously all the cases. Note that from
R = 50 cm on, the graphics seems to tend towards a certain profile, and it is
reasonable to think this profile is the plot of the solution analytically obtained with
the boundary condition at infinity (Equation (51)) which cannot be plotted with our
computing resources. Moreover, Figure 4 could conceivably be used as a guideline
in design of clinical implementation.
4 Discussion
In this study we obtained the analytical solution for the temperature distribu-
tion in the tissue for any time during RFA with an internally cooled needle-like
electrode when the blood perfusion term is not included in the governing equation.
18
We obtained the full expressions in two cases: when the boundary condition of the
placement of the dispersive electrode was mathematically assumed to be at infinity,
and when this boundary condition was mathematically assumed to be at a finite
distance R. The first approach has traditionally been used in analytical modeling
studies on RF heating of biological tissues, while the second is obligatorily employed
in numerical models (e.g. infinite element models) since the model domain has of
necessity to be limited. As far as we know this is the first attempt to solve these
problems analytically.
Although Haemmerich et al [3] previously focused on this same analytical prob-
lem, they only solved the steady-state solution. This study is a natural extension
of previous work in which we solved the RFA thermal problem in biological tissues
analytically when the blood perfusion term was included in the governing equation
[7]. The case of the infinite spatial domain, which is only significant from a math-
ematical point of view, would allow us to understand the thermal performance at
points both near and far from the electrode. However, we also noticed that the
method of obtaining the analytical solution had to be drastically different when the
blood perfusion term (see Eq. 1) was zero. Setting this parameter to zero involves
modeling the RFA of an organ in which atraumatic vascular clamping has been
conducted to temporally interrupt blood perfusion so as to achieve larger thermal
lesions. Consequently, the specific case of the general solution remained unsolved.
We initially thought that the solution without the blood perfusion term would be
qualitatively similar to that reported in [7], since the solution frequently depends
continuously on the parameters. Surprisingly, we found out that: 1) the lack of
the blood perfusion term not only modified the method of the solution, but also,
and more importantly, the temperature distribution; and 2) the spatial domain was
a critical factor. In short, in bounded spatial domains, the temperature reaches a
steady-state, for example in a real situation, since it is known that all monopolar RF
ablation involves a dispersive electrode placed no further than 1 meter from the ac-
tive electrode. But, if the spatial domain is potentially infinite (boundary condition
set at infinitum), temperature increases over time without reaching a steady-state.
This confirms the strong dependence on the model with the spatial domain dimen-
sion and suggests that in a problem with a realistic (finite) dimension, the solving
process using numerical methods makes it necessary to carefully choose the best
spatial domain dimension. All this is certainly interesting and clearly different from
existing mathematical models of spherical electrodes, in which the limit tempera-
ture is always reached, in both the finite and infinite domains [12]. We think that
the reason is that while the power deposited in the tissue (W/m3) decays at 1/r4
around a spherical electrode, i.e. relatively fast, it does so at 1/r2 around cylindrical
electrodes, which implies that power deposition is less circumscribed in the case of
cylindrical electrodes and temperatures are higher at a distance from the electrode.
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4.1 Practical implications
This analytical modeling study included important simplifications. This means
that the clinical implications are few, as opposed to numerical models, which in-
clude realistic geometries and a fine characterization of biological tissues. In spite of
this, analytical solutions represent exact solutions to the mathematical framework
that underlies physical problems, and therefore deserve to be analyzed in detail in
order to study their performance. We think that our findings are interesting not
only for future analytical models, but also for numerical models involving cylindrical
electrodes for RF heating of biological tissues. For instance, the existence of a tem-
perature limit when a finite domain is considered could justify some simplifications
in future numerical models in order to create predictive models with undemanding
computing requirements. Transient analysis are highly time-consuming, and the
possibility of directly computing the limit temperature could allow fast predictions
of the outcome of an RF ablation in terms of thermal lesion size.
4.2 Limitations of the study
Although we were not able to plot the temperature profiles directly from the
obtained analytical expression, we could analytically demonstrate the behavior of
the temperature profiles depending on the considered time and spatial domain con-
sidered. As in previous analytical models, we do not consider the temperature-
dependence of the electrical and thermal characteristics of the tissue, especially the
drastic drop in electrical conductivity when temperature reaches 100◦C (associated
with tissue desiccation). The reason is that these changes would imply a non linear
equation, which cannot be analytically solved. This means that in a real situation
the electrical-thermal performance could be a slightly different if tissue temperature
reaches values around 100◦C. Phenomena of desiccation and eventually carboniza-
tion would limit the growth of the thermal lesion.
Appendix: Results about Bessel functions
To solve the initial boundary value problem (24), (25), (26), (27) we shall need
some specific elementary computations as well an intensive use of well known deep
properties of Bessel and modified Bessel functions of complex argument. We present
here all of them in order to make the text clearer.



































































− γ and γ is the Euler-Mascheroni
constant, which implies that





where Z(z) is an even holomorphic function on C





∀z ∈ C π
2









[14],9.1.40 and 9.6.32 and
]
∀ z ∈ D0 J0(z) = J0(z), Y0(z) = Y0(z), K0(z) = K0(z) (65)
Moreover,
∀ z ∈ C I0(z) = J0(zi) (66)
d) Asymptotic expansions of some Bessel functions. For x → ∞ in R one has
the asymptotic expansions (
[


































, j = 0, 1. (68)
It follows that




















































With respect to modified Bessel functions, one has the following asymptotic








































































if |Arg(z)| ≤ 3π
2
(73)
As an application of previous expansions, if a > 0, b > 0 and x > 0, by (63) and
(60)
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Figure 1. A: Needle-like electrode used to ablate biological tissues by means of RF
currents. B: Analytical model representing a simplified scenario of an ideal conductor
with infinite length totally immersed in homogeneous tissue. The internal cooling
was modeled by means a Dirichlet thermal boundary condition, in particular, with a
constant temperature (TC) which corresponds with the coolant temperature flowing








Figure 2. Bromwich’s integration contours used to solve analytically the heat trans-
fer equation with (A) and without (B) the blood perfusion term. Note that in the
case with the blood perfusion term (β ̸= 0) s = 0 is not a branch point of D(ρ, s, β),
while in the case without blood perfusion term (β = 0) s = 0 is a branch point of
D(ρ, s, 0).
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Figure 3. Time progress of the temperature profile for the case of finite domain
R = 0.1 m,R = 0.5 m,R = 1 m and R = 2 m.
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Figure 4. Temperature profiles computed at 8000 s and 720 s (typical duration of
a radiofrequency ablation with a needle-like cooled electrode) for different values of
the spatial domain (R). Note that abscissas axis is normalized (r/R).
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